A design of the centrifugal recirculation blower as well as results of its experimental and numerical investigations are presented in this paper. The blower was designed to work in the unique test stand which is used for long-term tests of turbine flowmeters. A 1D method was used to design this blower, then experimental and numerical studies were conducted in order to verify the 1D method. A comparison of the blower pressure increase obtained from the experiment and the computations is presented. Velocity and pressure distributions from the numerical simulations in selected sections are also shown and discussed. Additional numerical studies of a shrouded rotor and a rotor with a lower tip clearance were conducted and are presented in the paper as well.
Introduction
Turbine flowmeters are devices designed to measure a volume flow rate of the gas flowing through the installation. The gas flowing into meters causes rotation of the turbine rotor. The turbine rotational speed is proportional to the flow velocity, and thus, to the gas flow rate. This kind of measurement technique is classified as "traditional technologies" as opposed to non-intrusive Coriolis, magnetic, ultrasonic flowmeters classified as "new technologies" [1] . Due to high accuracy (±1%) of turbine flowmeters, they are widely used, e.g., in crude oil, refined product and gas pipelines.
The Polish standard PN-EN 12261:2002+AC:2003 "Flowmeters -turbine flowmeters" imposes an obligation of durability trials of flowmeters on manufacturers. This standard requires the flowmeter to be tested at the maximum gas flow for 1000 hours of continuous work. A special test stand was built to fulfill this requirement. A key element of this test stand is a blower. Long time continuous operation and one piece production of the blower determined its design. Due to manufacturing costs, a semi-open impeller was chosen and its bearing system (an impeller is fixed to the motor shaft) required a relatively high tip clearance.
The effects of a tip clearance on the performance of centrifugal blowers with semi-open (unshrouded) impellers have been a subject of many investigations, e.g., [2] , [3] , [4] . An application of the impeller in such a configuration causes that a flow is more complex and is characterized by higher dissipation of energy. Therefore, a classical 1D design method [5] requires adjustments of some coefficients on the basis of experimental data [7] , [8] .
At present, Computational Fluid Dynamics (CFD) simulations are commonly used for prediction of the flow structure in turbomachinery and verification of designs. They have been applied also to investigate a tip clearance influence on the impeller performance in centrifugal fans and blowers [9] , [10] , [11] . They are also used in the case of the blower presented in this paper.
Test stand
In the case under analysis, a test stand for three month long continuous operation at the gauge pressure of 8 bar with air as a working medium was designed. It is used for trials of turbine flowmeters designed for gases such as air, nitrogen, natural gas, etc. A scheme of this test stand is presented in Fig. 1 . The presented test stand is used only to determine the durability of The blower is the "heart" of the installation -it causes a circulation of the medium. In the case of mass production, a blower with a shrouded impeller would be considered for the test stand conditions. However, in this case, a single copy blower was required. Therefore, due to the reduction of manufacturing costs, it was decided to use a semi-open impeller, despite the fact that it is characterised by lower efficiency. It was designed at the Institute of Turbomachinery, Lodz University of Technology, to the order of the COMMON company. The blower and the complete test stand were built and they are in continuous use in the company.
Blower design
The primary assumption of the blower design was its one piece production. Thus, it has been assumed that all the elements can be manufactured through machining or welding. It has imposed the following design assumptions: 1. an impeller is fixed directly to the motor shaft, 2. a motor is supplied by the inverter (possibility of continuous change in rotational speed), 3. an impeller is semi-open, of a centrifugal type, machined from forged dural. The design calculations of the blower were carried out for the parameters imposed by the manufacturer, namely:
• suction pressure p A = 900 kPa, • suction temperature T A = 308 K, • pressure ratio Π =1.0389 (static pressure increase ∆p A−3 = 35 kPa), • volume flow rate at the inlet (under normal conditions)V = 427 m 3 /h ±4% (mass flow rateṁ = 1.207 kg/s). The blower impeller is not a typical design. It is a semi-open impeller with 9 standard blades and 9 splitters. Because of the bearing system used, a tip clearance over the impeller is relatively large (0.4 mm -3.3% of the span at the rotor outlet). Many studies, including Eckardt [6] , show that the structure of the flow at the outlet of this impeller differs from the flow structure of a typical shrouded impeller (with a cover disc). Therefore, 1-dimensional calculations aimed at determination of the main blower dimensions were conducted on the basis of own experimental results. The experiments were carried out at the Institute of Turbomachinery, Lodz University of Technology [7] , [8] . The results of these investigations allowed one to determine a Fig. 2 . Design of the blower: 1 -impeller, 2 -vaned diffuser, 3 -volute, 4a, 4b -casing, 5 -shaft sealing, 6 -electric motor, 7 -motor cooling fan, 8 -suction pipe, 9 -discharge pipe value of the slip factor µ u . This coefficient was then used in the calculations performed according to the classic Eckert formula [5] :
where: β 2 * -impeller blade trailing edge angle, β 2 * = 58
h * h -jet-to-wake ratio at the rotor outlet. In the presented case, this value was established experimentally to be equal to 0.87. With this method it was possible to determine average thermodynamic parameters in the blower characteristic sections, i.e., at the inlet and the outlet of the impeller and at the outlet of the diffuser. The obtained values 
Measurements
The experimental determination of flow parameters was conducted on the blower which was installed in the test rig in order to gather flow parameters. The measurements were carried out for the nominal working pressure (900 kPa) and the nominal flow rate (1.207 kg/s). A scheme of the measurement system is presented in Fig. 5 . Static pressures were gathered in six taps in blower walls connected to common collectors, giving thus pneumatically averaged values in each control section. In control section A located in the suction pipe, temperature was measured by means of two thermocouples type J and pressure was measured by means of a Druck transducer. Pressure differences between sections 2-0 -∆p 2 and 3-0 -∆p 3 were measured using also a Druck transducer of uncertainty equal to ±60 Pa (in the range of 35 kPa).
Numerical simulations
The simulations presented in this paper were carried out for a computational model of the blower composed of an inlet duct, a rotor and a vaned diffuser. In this study, a flow through the volute was not considered. As has been mentioned earlier, the rotor consisted of 18 blades. The diffuser consisted of 19 blades.
Assuming the same flow structure in blade passages of the blower for operating points close to nominal, the calculations were conducted for 1/9 of the whole rotor wheel that comprised one impeller and one splitter blade. In the case of the diffuser, the channel was composed of two diffuser blades (2/19).
Computational meshes for the rotor and the diffuser were generated with the ANSYS TurboGrid software, which provides easy generation of high quality hexahedral meshes for blade passages in turbomachinery. As far as the solver requirements are concerned, good qualities of meshes were obtained in all cases. Approximately 1.0, 1.5 million nodes were used for the rotor Brought to you by | University of Science and Technology Bydgoszcz/ Biblioteka Glowna Uniwersytetu Authenticated Download Date | 3/5/15 10:54 AM and the diffuser, respectively. In the case of the inlet duct, a tetrahedral mesh generated with ANSYS Meshing was used. It consisted of approximately 0.075 million nodes.
The ANSYS CFX code was used in the simulations. Three-dimensional, compressible air flows were solved. Due to a low pressure ratio, incompressible flow simulations could be considered. However, a flow with a relatively high velocity through tip clearances over the impeller was expected and density changes could have some influence on the flow structure. Steady state simulations were conducted with the Stage interface between the rotor and the diffuser. Since its introduction in 1979 [12] , this interface method has become the industrial standard in rotor-stator simulations. Between the rotating blade passage and the non-rotating vane passage, flow properties are averaged circumferentially. This kind of interface removes all transient rotorstator interactions, but it still gives fairly acceptable results. The Shear Stress Transport turbulence model was applied with an automatic wall function. The second order space discretization was employed for governing equations.
As far as the boundary conditions are concerned, the total pressure at the inlet was adjusted to give the same value of static pressure as in the experiment and, similarly, static temperature was equal to 308 K. Additionally, because a long (more than 20 diameters) straight inlet pipe was used, a low turbulence intensity (Tu = 1%) was imposed with a turbulent to molecular viscosity ratio equal to 1. Mass flow rates from 0.6035 to 1.6898 kg/s (for the whole machine) were applied at the outlet. Channel walls were smooth and adiabatic. The rotational speed of the blower rotor was equal to 5300 rpm.
As mentioned earlier, to reduce manufacturing costs, it was decided to design a semi-open impeller. Due to the fact that the impeller is fixed to the motor rotor, a clearance between the rotor blade tip and the shroud was relatively large -0.4 mm. The majority of simulations were performed for this impeller configuration. However, in the case of mass production, a blower with a shrouded impeller would be considered or, if a more precise bearing system would be used, the clearance of the semi-open impeller could be lower, e.g., 0.1 mm. Therefore, for these two configurations, additional simulations were carried out for the nominal point of the blower operation to learn about the efficiency reduction of the proposed design. It can give some indications for further similar designs.
Results
A 1D method was used to design this blower, then experimental and numerical investigations were conducted in order to verify the 1D method. Figure 6 shows a performance characteristic curve of the impeller as a function of the relative mass flow rate (related to the nominal one). A red line refers to the data from the numerical simulations, the blue one represents the measurement results and a green triangle shows the value obtained from the 1D design procedure. The 1D procedure underpredicts the experimental pressure increase by 1.1% only. This very good correlation of the 1D design data is the effect of application of properly determined empirical factors [7] , [8] . The numerical simulation data are also in a very good agreement with the experimental ones. For the nominal mass flow rate, the overprediction of the pressure increase from the numerical simulations is 0.76% only.
For the relative mass flow lower than 0.8, it is easy to notice that discrepancies are higher. It can be due to the fact that the computations were conducted for one impeller pitch (1/9 of the impeller) assuming the steady flow and the same flow structure in all passages. However, for such low values of the mass flow rate, some unsteady phenomena can take place and the flow structure is not fully identical in all passages. Therefore, the discrepancies between simplified simulations and experimental results increase when the mass flow rate decreases. What is worth mentioning is a perfect prediction of the 1D design pressure increase (a green triangle). In the case of the performance characteristic curve of the impeller and the diffuser together, differences between the simulations and the measurements are higher than in the case of the impeller alone. For the nominal operating point, the difference equals 4.0%. This higher difference can be due to another simplification applied during the simulation. As has been mentioned earlier, steady state simulations were preformed with the Stage interface between the impeller and the diffuser. As a result, transient interactions of the complex flow structure downstream of the impeller with diffuser blades are artificially dumped owing to the circumferential averaging of the parameters downstream of the impeller. Therefore, some underprediction of dissipative effects in the diffuser took place and the blower performance is overpredicted but still the differences in reference to the measurements are quite low. Once again, a significant growth in discrepancies between the numerical and experimental results can be observed for the mass flow rates lower than 0.9 of the nominal one, which is due to the above-mentioned simplifications in the impeller simulation method. Fig. 7 . Characteristics of the impeller and the diffuser: performance: red -numerical simulations, blue -measurements, green -1D design; efficiency: purple -numerical simulations
As already mentioned, some additional simulations were performed for the shrouded impeller and for the semi-open one with a reduced tip clearance (0.1 mm). CFD simulations give a possibility of a detailed flow presentation and analysis for these designs. Figures 8 and 9 present the total pressure (whose decrease indicates regions of energy dissipation) and streamline distributions in the blade-to-blade view of the blower impeller at 10%, 50% and 90% of the span, respectively. For the shrouded impeller, some drop of total pressure is observed close to the hub and the shroud due to secondary flows and in the middle of the channel height in the boundary layer and the wake at the blade. For the semi-open impeller, a quite well organized flow is shown at 10% of the blade height with some disturbances at the outlet region of the rotor. However, for sections above 50% of the span, a much more complex flow structure is observed. In the blower under analysis, due to the bearing system, there is a rather large (0.4 mm) tip clearance between the rotor blade tip and the shroud. Therefore, the stream of leakage is quite intensive. The leakage above the main rotor blade induces a strong vortex structure at the convex side of the blade as one can see in Fig. 10 . This structure is divided by the splitter blade. In the case of 0.1 mm tip clearance, the vortex intensity is not so strong -vortex structures reach 50% of the span only in the region of the splitter trailing edge. It is easy to see a mixing zone as the region with a lower value of the total pressure and a complicated arrangement of streamlines for 90% of the blade height for both semi-open impellers, however it is much more intensive for the case with a 0.4 mm clearance. A quality of solutions of such complex flow structures can contribute to the differences in reference to the experimental data presented in Figs. 6 and 7. Figure 10 presents total pressure distributions and streamlines on the cylindrical surface normal to the streamwise direction at 40% of the distance between the leading and trailing edges of the impeller main blade (just behind the splitter leading edge -see a dot line in Fig. 8 ). This plane is not perpendicular to the blades, thus not all vortex structures are clearly visible by means of surface streamlines, but it allows one to see a size of dissipation zones where the total pressure is reduced. Secondary flows close to the hub and the shroud can be noticed for the shrouded impeller. In the case of semiopen impellers, the leakage induces vortex structures whose intensity is so strong in the case of 0.4 mm clearance that disturbances at the splitter reach 50% of the span.
A negative contribution of the flow mixing due to the tip clearance for the semi-open impellers leads to a significant reduction of the impeller and whole blower efficiency as shown in Table 2 . In the case of mass production, such
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Conclusions
The proposed design of the blower fulfilled all the client's requirements and the machine operated continuously without problems during the predefined trial period.
Due to an untypical design of the impeller (semi-open with a quite high tip clearance), the standard 1D procedure of the blower design was supported by the empirical coefficient from own experimental investigations. As a result, a good agreement between the blower measurement data and the design parameters was reached.
Despite its relative simplicity (steady state, one pitch -1/9 th of the impeller, a stage interface between the impeller and the diffuser), numerical simulation results are in a very good agreement with the experimental data in a wide range of mass flow rates. However, below 0.8 of the nominal flow rate, overprediction of the pressure increase starts to grow, which can be due to the above-mentioned simplifications.
It can be concluded that CFD is a cost effective tool for flow prediction for the blower. It can provide some detailed flow information useful for the efficient design of the machine, supplementing the 1D procedure with data which otherwise would be determined from expensive experiments. In the case under analysis, it was possible to reveal an influence of the tip clearance leakage in the impeller on the flow structure. Due to a relatively high tip clearance, the leakage is intensive and disturbances propagate in more than a half of the rotor span. Consequently, the efficiency of the blower is significantly lower than for shrouded impellers or the semi-open ones with smaller clearances. 
